
TRUNG TAM HO rRq pHAr rRrEN DoANH NGHTEn vrtl vA r*so r

Dla chi: Sii I Uoerng Qu6c Vi€t, Ciu Gi6y, Hn NQi

DiQn thoai: 04.37567285 lFax: (043)7564244

GIAY CH{NG NHAN THII NGHIE,M
(Testing Certificate)

s6 fl): TN.r16.r6

T6n d6i tuqng (Object) : C6n ban diQn tu

Ki6u (Type) : TPS 1 2 I 2-DH

Noi sdn xu5t (Manufacture): Changzhou Lilang Electronic Co.,Ltd - Trung Qu6c

Dic tnmg ky thu{t <lo ludng (Specification):

Co sd sri dqng (Customer) : COng ty CO phin Cen dien il Tbinh Phft

57 Dudmg Dl, Phudng 25, Q.Btnh Thenh,tp.Hd Chi Minh

Phuong ph6p tfurc hiQn (Method of testing): DLMTI 100:2002

f6t qui (Results) : Xem bi6n ban thri ngtriem s6 t t SIBSTN-zO tO

HdNQi, ngdy 05 th6ng l0 nim 2016
(Date of issue)
GIAMD6C

Max: 2000 ke Kich thufc (R x D): (1200 x 1200) mm
Gi{ tri.I0 chia ki6m: e:d=0.5ke Vit li€u ch6 tao: Th6p

Min: l0 ke CAp chinh xdc: J
BQ chl thi: Kf hiQu: TPS-DH do heng. Shanghai. Yaohua Weighing System Co.Ltd

Trung Qu6c Sin xudt; 56 lusns: 0l b0
Loadcells: Kf hiQu: 320 do h6ng Guangzhou Electrical Measuring Instruments

Factory - Trung Qudc s6n xu6t; 56 luone: 04 b0; capacity: 2t
Mtrt bin: th6p ddy 5 mm

pi. Truing phdng thl nghiQm
(Head of the calibration Laboratory)

Director

LO Danh Huy

Khdng iluo. c sao ch6p rdi khi giAy chimg nhdn c6 nhi€u trang niiu khdng ttuqc sU ddng f bdng vdn
ban cta Trung tdm SMEDEC I
(This certificate shall not be reproduced except infull, without written approval oforganizatinn)


