
TRUNG TAM HO rRq pHAr rRrEN DoANH NGHTEr vu'l vA NHo r

Dla chi: Sd 8 Hodng Qudc ViQt, Cdu GiAy, Hd NOi

DiQn thoai: 04.37561285 lFaxz (043)7564244

(Testing Certilicate)

sd 0v): TN.ils.16

T€n tl6i tuqng (Object): Can ban diQn tu

Ki6u (Type) : TPS I 0 I 0-DH

Noi san xu5t (Manufacnre): Changzhou Lilang Electronic Co.,Ltd - Trung Qu6c

D{c tnmg k} thu$t tto lutmg (Specification):

Co sd sti dgng (Customer): C0ngtyC0ptfuC6ndienffiThinhPhit

57 Dudng Dl, Phudng 25, Q.Binh Th?nh,iP.Hd Chi Minh

Phuong ph6p thgc hiQn (Method of testing): DLVN 100:2002

K6t qud (Results): Xem bi€n ban thri nghiQm sO t tSIBSTN-ZOtO

GIAY CH{NG NHAN THUNGHIEM

I i-.rrunngphdng thi nghiQm

@ead of the calibration Laboratory)

Director

LG Danh Huy

HdNQi, ngdy 05 thdng l0 nnm 2016

@ate of issue)
GIAMD6C

Max: 1000 ke Kich thufc (R x D): (1000 x 1000) mm
ci{ rri d0 chia ki6m: e=d=0.2ke Vdt li€u ch6 tao: Th6p

Min: 4ks CAp chinh xic: 3

BQ chl thi: Kf hiQu: I?S-DH do heng. Shanghai. Yaohua Weighing System Co.Ltd
Trung Qudc San xuAt Sd lusns 0l b0

Loadcells: Kj hiQu: 320 do h6ng G,uangzhou Electrical Measuring Instruments
' Factory - Trung Qu6c sAn xu6t; SO luqne: 04 b0: capaciW: lt

Mit bdn: th6p day 5 mm

Khdng tlugc sao ch6p rdi khi giSy chtmg nhin c6 nhi€u trang niiu kh6ng ttugc sq il6ng j bdng vEn

bri.n cria Tnrng tdm SMEDEC I
(This certiJicate shall not be reproduced except infull, without written approval of organbation)


