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GIAY CHfNG NHAN THTTNGHIFM
(Testing CertiJicate)

s5 (N): T {.117.16

T€n d6i tuqng (Object): Cdn bdn diQn trl

Ki6u (Type) : TPS 1 5 I 5-DH

Noi srin xuAt (Manufacture):Changzhou Lilang Electronic Co.,Ltd - Trung Qu6c

D{c tnmg k} thu{t tto lvbng (Specification):

Co sd sri dgng (Customer): COng ty CO phtu Ctu dien tu Thinh Ph6t

57 Euong Dl, Phudng 25, Q.Binh Thanh,?p.H6 Cht Minh

Phuong ph6p thgchiQn (Method of testing): DLVN 100:2002

ftit qud (Results) : Xem bi€n bAn thri nghiQm sO t t SIBSTN-ZO t O

11ri. Trurtmg phdng thf nghiQm
(Head of the calibration Laboratory)

Hd NQi, ngdy 05 thrturg l0 nim 2016

@ate of issue)
crnuo6c

Director

LG Danh Huv

Max: 5000 ks Kich thufc (R x D): (1500 x 1500) mm
Gid tri ilO cbia ki6m: e:d:lke V6t li6u ch6 tao: Thdp

Min: 20 ke CAp chinh xfc: 3

BQ chi thi: Kj hiQu: TPS-DH do hdng, Shanghai. Yaohua Weighing System Co.Ltd
Trung Qu6c San xu6t; 56 lucme: 0t b0

Loadcells: Kf hiQu: 320 do hdng GrrangzhoJr Electrical Measuring Instruments
Factory - Trung Qu6c sdn xudt; Sd lusmg: 04 b0; capacity: 5t

Mtrt bin: thdp ddy 5 mm

Khdng tlugc sao chdp rdi khi gi6y chrmg nh{n c6 nhidu trang n6u k}r6ng <tugc su dOng f bfng van
ban cira Trung tdm SMEDEC I
(This certificate shall not be reproduced except in full, witlnut written approval oforganization)


